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IFC 200/202数据记录仪接口
快速安装指南
)
适用于Windows XP SP3或更高版本
 (
重要提示：
在收到指示之前，请勿将IFC连接到PC。
)

[image: ]IFC接口电缆包允许独立数据记录仪和MadgeTech 4软件之间的通信直接将IFC连接到PC以启动和停止数据记录器或下载读数。
推出MadgeTech 4
MadgeTech 4标准软件可从MadgeTech网站（madgetech.com/software）下载有关完整的安装说明，请参阅MadgeTech 4软件手册
1. 从新下载的文件中打开MT4文件夹，然后双击
MTInstaller.exe文件启动安装向导。
2. 选择您的语言，然后单击确定。
3. 接受最终用户许可协议并单击下一步。
4. 选择安装选项，然后单击下一步。
5. MadgeTech 4现在可以安装了。单击安装开始安装。
6. 安装完成后，单击“完成”
MadgeTech 4软件需要在PC上安装.NET Framework 4.0Windows 8和Windows 10操作系统随附更新版本的
.NET Framework已安装。如果PC上尚未安装.NET Framework 4.0，请从Microsoft.com网站下载
确认.NET Framework 4.0安装后，按照上述步骤安装

将IFC连接到MadgeTech 4软件
1. 将IFC 200/202的USB端连接到PC上的USB端口
2. 插入IFC 200/202后，PC上新的驱动程序将自动配置为与接口电缆一起使用然后会出现一条消息，提示新硬件已安装并准备好使用。
3. 通过启动MadgeTech 4软件并导航至文件>选项>通信，验证IFC是否已正确安装。您应该看到您安装的IFC列在此屏幕上。

 (
■电话：+86 755-8420 0058 ■传真：+86 755-2822 5583 ■
E-mail:sales@eofirm.com
 ■
http://www.eofirm.com
)


测试数据记录器和接口连接
1. 要验证接口驱动程序是否正确安装，请启动MadgeTech 4软件。（如有必要，请参阅软件手册以了解有关软件的其他说明。）
2. 当IFC 200/202连接到PC时，如果驱动程序安装正确且Windows检测到接口，如果指示灯不亮，请拔下接口电缆并验证是否已安装USB驱动程序等待5秒钟，然后将其插回PC。
3. 将IFC 200/202电缆插入数据记录仪。
4. 您的设备将出现在“已连接设备”面板中。


附加信息
如需更多信息或故障排除帮助，请访问我们的网站madgetech.com，或联系我们：support@madgetech.com
或致电（603）456-2011。
image5.png




image6.png




image7.jpeg




image8.jpeg
15 MadgeTech 4 Setup — X
Welcome to the MadgeTech 4 Setup Wizard ; ; f

The Setup Wizard will install MadgeTech 4 on your computer. Click Next to continue or Cancel to exit
the Setup Wizard.

Back Next Cancel





image9.jpeg
15 MadgeTech 4 Setup

Install Options

dd deskiop shortcut

dd Start menu shortcuts

nable crash reporting

utomatically submit usage information to help improve the software

X

Transmission is secure and anonymous. No personally identifiable or data logger recorded

information is transmitted.

Back Next

Cancel




image10.png
Options

ooe
gy
e
o
s
s
Addres ook
G etings
|
o
Ve
e

Cloud

Change which Interfaces are used to search for evices.

Interface selection

7] earch for devices using senal intertaces
Search for devices using USB interfaces

Detected intefaces

TFC200: MTI_1105-20180106105654-AD7A)

Gancel





image11.jpeg
(= ]

n ki

Report

MadgeTech 4

o @ R

A Help

- 01 0@ & = a
. © Real Time start o= - &

Custom Stop Download | Reset Workflows Enable Cloud Disable Cloud  View
Start (@) Batch Start Monitoring  Monitoring  Cloud Data

Control

File Database Connected devices

Fo
T
Download
Cloud Data

Qo

Manage Alarm
Rules  Log

Alarms

[ search £ Search by: | No preference

4 |7 Datasets

0 -

Properties Engineering
Units

Information

Claim Release Locate

Wireless

= | [ Only show dlaimed wireless devices

Cloud Device ID Model

| f Deleted Datasets

4 Ly Reports
| Deleted Reports

Serial No.

Status

Progress

Readings

Reading Interval

<

Connected devices

Start Time

Time Zone Last S





image1.png




image2.png




image3.png




image4.png




